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Loading and pre-extension recommendations for Sequel® II/IIe systems 
Quick reference card 

 
Run Design and Sample Setup in PacBio’s SMRT® Link software provide instructions for preparing and 
sequencing SMRTbell libraries for each supported application. This document lists any changes in the 
instructions between software releases. Follow the instructions in this document if they differ with the software. 
Contact PacBio Technical Support with any questions. 

 

Application Library 
prep kit* 

Sequencing primer 
(Annealing time) 

Binding kit 
(Binding time) 

Complex 
cleanup 

Loading 
concentration 

range (pM) 

Refer to Run Design and Sample Setup in the SMRT Link software for current recommendations. 

 
Pre-Extension and movie time recommendations 
 

Application Pre-extension time 
(hours) 

Adaptive loading target (P1 
+ P2) Movie collection time (hours) 

Refer to Run Design and Sample Setup in the SMRT Link software for current recommendations. 
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